DANH MUC PHEP HIEU CHUAN PUQC CONG NHAN (S6 1)

LIST OF ACCREDITED CALIBRATION (No 1)

cia gidgm doc Vin phong Cong nhin Chit lwong)

(Kém theo quyét dinh sé: 274 /QP-VPCNCL ngay 29 thang 02 nim 2024

Tén phong thi nghiém:
Laboratory:

Co quan chu quan:
Organization:

Linh vuc hiéu chuan:
Field of calibration:
Nguoi quan ly/
Laboratory manager:

S6 hiéw/ Code:

Hiéu lyc cong nhan/
Period of Validation:

Trung tim Pam bao chit lwgng xét nghiém va Kiém chuin

Center of Laboratory Quality Assurance and Calibration

Vién V¢ sinh dich t& Trung Uong

National Institute of Hygiene and Epidemiology

Po luong — Hi¢u chuin

Measurement - Calibration

GS. TS. Phan Trong Lan

VILAS 567

K& tir ngay 29 /02 /2024 dén ngay 24/12/2024

bia chi/ Address: S6 1 Yecxanh, Quan Hai Ba Trung, Ha Ngi

Dia diém/Location: S6 1 Yecxanh, Quan Hai Ba Trung, Ha Noi

bién thoai/ Tel: 024 3.972.6857 (111) Fax: 024 3.821.0853

E-mail: kctb@nihe.org.vn Website: http://nihe.org.vn
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DANH MUC PHEP HIEU CHUAN PUQC CONG NHAN (S6 1)
LIST OF ACCREDITED CALIBRATION (No 1)

VILAS 567

Trung tim Pam bio chét hrgng xét nghiém va Kiém chuin/

Center of Laboratory Quality Assurance and Calibration

Linh vue hié¢u chuin: Dung tich

Field of calibration: Volume

Tén dai lwgng do hodc

Kha ning do va

phuong tién do dugc . Quy trinh hi¢u chuin hiéu chuin (CMC)Y/
TT hi¢u chuan Pham vi do Lo Calibration and
Measurand/ equipment Range of measurement Calibration Procedure Measurement
calibrated Capability (CMC)*
1 puL 0,01 pL
2 uL 0,02 pL.
5uL 0,03 uL
10 uL 0,03 uL
) Micropipet 20 pL NV06-DBCLO1- 0,03 pL
50 uL QT7.5.01(2021) 0,3 pL
100 puL 0,4 uL
200 uL 0,4 uL
500 pL 0,7 uL
1000 pL 0,7 uL
Linh vue hi¢u chuin: Nhiét
Field of calibration: Temperature
Tén dai lwgng do hoac Kha ning do va
phuong ti¢n do dwge Pham vi do Quy trinh hiéu chuén hiéu chuan (CMC)?/
T hi¢u chuan : . Calibration and
T Measurle'x:d/ el(lquipment Range of measurement Calibration Procedure Measurement
calibrated Capability (CMC)!
(-80 ~-40)°C 1,0°C
Tii nhi (-40 ~ -20) °C 0,8 °C
. Ten:‘ :ra‘fjre (-20 ~ 20) °C NV06-DBCLO1- 1,0°C
ch a?nber(x) (20 ~50)°C QT7.5.04 (2021) 0,2°C
(50 ~ 140) °C 1,5°C
(140 ~ 300) °C 2,0°C
L0 nung NVO06-bBCLO1-
2 (200 ~ 600) °C 3,3°C
Furnaces ® QT7.5.11 (2021)
; Bé nhigt (25~ 98) o NV06-DBCLO1- 067 9C
Waterbaths ® QT7.5.10 (2021) '
h.;\ k;{ h» h- h'A
4 A l:é: v;ttfr;ntg | (40~140)°C NV06-DBCLOI- 0,65 °C
. ) 140 ~ 400) °C T7.5.12 (2021 0,90°C
Digital thermometer ( ) QT7.5.12 (2021)

AFL 01/13

Lén ban hanh/Issued No: 4.24  Soét xét/ngay/ Revised/dated:

Trang/Page: 2/4




DANH MUC PHEP HIEU CHUAN PUQC CONG NHAN (S6 1)

Center of Laboratory Quality Assurance and Calibration

LIST OF ACCREDITED CALIBRATION (No 1)

VILAS 567
Trung tim Pam bio chét hrgng xét nghiém va Kiém chuin/

Field of calibration: Mass

Linh vue hiéu chuin: Khéi lugng (x)

Tén dai lwgng do hoac
phuong tién do dugc
hi€u chuan

Pham vi do

Quy trinh hi¢u chuin

Kha ning do va
hi¢éu chuan (CMC)Y/
Calibration and

(1000 ~ 2000) g

Measurand/ equipment Range of measurement Calibration Procedure Measurement 1
calibrated Capability (CMC)
dén/ Upto 100 mg 0,034 mg
. 100mg~1g 0,054 mg
Can cap chinh xac I
(1~10)g 0,11 mg
Balance class |
(10~100) g NV06-DBCLO1- 0,39 mg
(100 ~ 200) ¢ QT7.5.08(2021) 0,59 mg
Can cip chinh xac dén/ Upto 500 g 6 mg
I (500 ~ 1000) ¢ 31 mg
Balance class 11 46 mg

Linh vuc hiéu chuan: Tan so (x)

Field of calibration: Frequency

Tén dai lwgng do hoac
phuong tién do dwgc
hiéu chuan
Measurand/ equipment
calibrated

Pham vi do
Range of measurement

Quy trinh hi¢u chuin

Calibration Procedure

Kha néing do va
hiéu chuin (CMC)Y/
Calibration and
Measurement
Capability (CMC)!

Téc dd vong quay
(May ly tdm, may ly
tim lanh)
Rotation speed
(Centrifuge/
Refrigerated
centrifuge)

(100 ~ 5000) rpm

(5001 ~ 10000) rpm

(10001 ~ 18000) rpm

NV06-DBCLO1-
QT7.5.09(2021)

6,0 rpm

6,0 rpm

6,1 rpm

Ghi chd/ Notes:

(x): Phép hiéu chudn c6 thuc hién ngoai PTN/ On-site calibration
- NV06-PBCLO01-QT...: Quy trinh hiéu chuan do PTN xay dung/ Laboratory’s developed procedure

@) Kha niang do va hiéu chudn (CMC) duoc thé hién bai d6 khong dam bao do mé rong, dién dat & mirc tin
cdy 95%, thuong dung hé sé phu k=2 va cong bd téi da téi 2 chit sb co nghia. Calibration and
Measurement Capability (CMC) expressed as an expanded uncertainty, expressed at approximately
95% level of confidence, usually using a coverage factor k=2 and expressed with maximum 2

significance digits
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DANH MUC PHEP HIEU CHUAN PUQC CONG NHAN (S6 1)
LIST OF ACCREDITED CALIBRATION (No 1)
VILAS 567
Trung tim Pam bio chét hrgng xét nghiém va Kiém chuin/
Center of Laboratory Quality Assurance and Calibration

- Truong hop Trung tdm Pam bao chét lugng xét nghiém va Kiém chuan cung cap dich vu hiéu chuin
chat lwong san pham, hang hoa thi Trung tim Dam bao chéit lugng xét nghiém va Kiém chuin phai
dang ky hoat dong va dugc cip gidy ching nhan dang ky hoat dong theo quy dinh ciia phéap luat trudc
khi cung cip dich vu nay/ It is mandatory for the Center of Laboratory Quality Assurance and
Calibration that provides product quality calibration services must register their activities and be
granted a certificate of registration according to the law before providing the service.
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